determination of available chlorine in bleaching Updated Version Vol. 2025, Issue 6

determination of available chlorine in
bleaching Updated Version

Determination Of Available Chlorine In Bleaching

Solution

Determination of Available Chlorine in Bleaching Solution: Methods and Importance
determination of available chlorine in bleaching solution is a critical process in
various industries, ranging from water treatment to textile manufacturing. Chlorine,

widely recognized for its strong oxidizing properties, plays a pivotal role in bleaching,
disinfection, and sanitization. However, the e?ectiveness of a bleaching solution largely
depends on the concentration of available chlorine it contains. Understanding how to
accurately determine this parameter not only ensures the e?ciency of the bleaching
process but also helps maintain safety standards and optimize chemical usage.

In this article, we?Il explore the fundamentals behind available chlorine, why its
determination matters, and the practical methods commonly employed in laboratories

and industry for its measurement. Whether you?re a chemist, quality control technician, or
simply curious about the science behind bleaching agents, this guide will provide valuable
insights.

What Is Available Chlorine and Why Does It Matter?

Available chlorine refers to the amount of chlorine present in a bleaching solution that is

capable of performing its intended oxidizing or disinfecting action. It is typically expressed
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in terms of chlorine concentration, often as a percentage or in mg/L (milligrams per liter).
Unlike gaseous chlorine, available chlorine in bleaching solutions exists in chemical forms
such as hypochlorous acid (HOCI), hypochlorite ions (OCI?), and other chlorine-containing
compounds. These are the active species responsible for breaking down organic stains
and killing microbes.

Knowing the exact available chlorine content is essential because:

It determines the potency and e?ectiveness of the bleaching solution.

Over- or under-dosing can lead to ine?cient bleaching, damage to materials, or

safety hazards.

Regulatory compliance often requires precise documentation of chlorine levels.

It allows for better cost control by avoiding excess chemical use.

Common Types of Bleaching Solutions Containing Available

Chlorine

Before diving into determination methods, it?s useful to recognize the common bleaching
agents where available chlorine measurement is crucial:

Sodium Hypochlorite Solutions

Sodium hypochlorite (NaOCI) is the most widely used bleaching agent. Household bleach
is a typical example. Its concentration can vary widely, and degradation over time makes
periodic testing necessary.

Calcium Hypochlorite
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Often used in water treatment, calcium hypochlorite is a solid that releases chlorine when
dissolved. Measuring available chlorine helps maintain correct dosing and avoid residual
chlorine issues.

Chlorinated Lime

Another solid bleaching agent, chlorinated lime, requires titrations or other analytical
methods to determine its active chlorine content.

Methods for Determination of Available Chlorine in Bleaching

Solution

Several analytical techniques are employed to quantify available chlorine. The choice
depends on accuracy requirements, available equipment, and the nature of the sample.
Titrimetric Method (lodometric Titration)

This is the most classical and widely used method for determining available chlorine. It is
based on the reaction between chlorine and iodide ions to liberate iodine, which is then
titrated with a sodium thiosulfate solution.

Procedure: The bleaching solution is acidi?ed, and potassium iodide is added.

Chlorine oxidizes iodide ions to iodine. The liberated iodine turns the solution

brownish.

Titration: Sodium thiosulfate is added slowly until the brown color fades to pale

yellow.
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Starch Indicator: At the endpoint, starch is added, forming a blue complex with
3.

iodine, which disappears upon further titration, signaling the endpoint.

This method provides reliable results and is favored for its simplicity and cost-
e?ectiveness.

Spectrophotometric Analysis

Spectrophotometry o?ers a more sensitive and sometimes faster alternative, especially
useful for low chlorine concentrations.

The method relies on measuring the absorbance of the bleaching solution or its
reaction products at speci?c wavelengths.

It is often coupled with reagents that form colored complexes proportional to the
chlorine content.

Suitable for continuous monitoring in industrial settings.

Electrochemical Methods

With advances in sensor technology, electrochemical techniques such as amperometric
titration or potentiometric sensors have gained popularity.

These methods measure the current or potential changes as chlorine reacts at an
electrode surface.

Advantages include real-time monitoring and automation potential.

However, they require calibration and may be a?ected by interfering substances.
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Other Chemical Methods

DPD (N,N-diethyl-p-phenylenediamine) method: Commonly used in water treatment
to measure free and total chlorine.

Colorimetric test kits: Handy for ?eld measurements, though less accurate than lab
techniques.

Step-by-Step Guide for lodometric Titration: A Practical Approach
For those interested in performing the determination themselves, here?s a detailed
overview of the iodometric titration:

Prepare the Sample: Dilute the bleaching solution appropriately to fall within
the

titration range.

Add Acid: Add a few milliliters of dilute sulfuric acid to acidify the solution. This
2.

ensures that chlorine is in the hypochlorous acid form.

Add Potassium lodide: Introduce excess potassium iodide. The available
chlorine

oxidizes iodide ions to iodine.

Perform Titration: Titrate the liberated iodine with standard sodium thiosulfate

solution until the color changes from dark brown to pale yellow.
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Add Starch Indicator: Add a few drops of starch solution. The solution turns
deep

S.

blue, indicating the presence of iodine.

Continue Titration: Continue adding sodium thiosulfate dropwise until the blue
6.

color disappears completely. This point marks the endpoint.

Calculate Available Chlorine: Use the volume of sodium thiosulfate consumed
to

calculate the available chlorine content using stoichiometric relationships.

Factors A?ecting Accuracy in Determination of Available Chlorine

in Bleaching Solution

Accurate measurement is crucial for reliable results. Some common challenges and tips

include:

Sample Freshness: Chlorine degrades over time, so analyze samples promptly.
Interfering Substances: Organic matter or other oxidants may skew results;
proper sample preparation helps minimize this.

Standardization of Reagents: Sodium thiosulfate solution should be
standardized

regularly to maintain accuracy.

Temperature Control: Performing titrations at consistent temperatures avoids
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discrepancies.

Proper Indicators: Use fresh starch solution and add it near the endpoint to
prevent false readings.

Applications and Implications of Accurate Chlorine Determination
Understanding the available chlorine in bleaching solutions extends beyond academic
interest. Here?s why it?s practically important:

Ensuring E?ective Disinfection

In water treatment and sanitation, insu?cient chlorine levels can lead to ine?ective
disinfection, while excessive chlorine can cause harmful by-products. Proper
determination helps strike the right balance.

Optimizing Textile and Paper Bleaching

In manufacturing, controlling chlorine concentration prevents excessive damage to ?bers
and reduces chemical waste, leading to cost savings and improved product quality.
Environmental Compliance

Excess residual chlorine can harm aquatic life. Monitoring available chlorine ensures
compliance with environmental regulations and promotes sustainable practices.
Quality Control in Household Products

Manufacturers of bleach and cleaning products rely on chlorine determination to
guarantee consistent product performance and safety.

Tips for Laboratories and Industry Professionals
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Regularly calibrate and standardize your titrants.

Use fresh reagents and avoid contamination.

Document all measurements meticulously for traceability.

Consider complementary methods (like spectrophotometry) for cross-validation.
Train personnel in proper titration techniques to minimize human error.

By integrating these practices, one can maintain high accuracy and reliability in
determining available chlorine in bleaching solutions.

With this understanding of the determination of available chlorine in bleaching solution,
professionals can better ensure the safety, e?ectiveness, and sustainability of their
bleaching processes. Whether employing classical titrations or modern sensor
technologies, the key lies in careful execution and awareness of in?uencing factors.
Question

Answer

What is the principle behind

the determination of available

chlorine in a bleaching

solution?

The determination of available chlorine in a bleaching

solution is based on the redox reaction between

chlorine and a reducing agent such as sodium

thiosulfate, where the chlorine oxidizes iodide ions to

Vol. 2025, Issue 6
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iodine, which is then titrated to ?nd the amount of
chlorine present.

Which analytical methods are

commonly used for

determining available chlorine

in bleaching solutions?

Common analytical methods include iodometric
titration, spectrophotometry, and electrochemical
methods, with iodometric titration being the most
widely used due to its accuracy and simplicity.

Why is iodometric titration

preferred for determining

available chlorine in bleaching

solutions?

lodometric titration is preferred because it is a reliable,
accurate, and relatively simple method that allows the
guanti?cation of chlorine by measuring the iodine
released after reaction with potassium iodide.

What reagents are typically

required for the iodometric

Vol. 2025, Issue 6
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determination of available

chlorine?

The typical reagents include potassium iodide (KI),

sulfuric acid (H2S04), sodium thiosulfate (Na2S203) as

the titrant, and starch solution as an indicator.

How is the endpoint detected

during the titration for

available chlorine?

The endpoint is detected when the blue color, formed

by the iodine-starch complex, disappears upon the

addition of sodium thiosulfate, indicating that all iodine

has been reduced.

What factors can a?ect the

accuracy of available chlorine

determination in bleaching

solutions?

Factors include the presence of interfering substances,

improper sample handling, inaccurate titrant

concentration, incomplete reaction, and temperature

variations during the analysis.

How can the concentration of

Vol. 2025, Issue 6
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available chlorine be

calculated after titration?

The concentration is calculated using the volume of

sodium thiosulfate used in titration, its molarity, and the

volume of the bleaching solution sample, applying

stoichiometric relationships to convert titrant volume to

available chlorine concentration.

Determination of Available Chlorine in Bleaching Solution: Methods and Practical Insights
determination of available chlorine in bleaching solution is a critical analytical
process in industries ranging from water treatment to textile manufacturing and
household bleach production. The concentration of available chlorine directly in?uences
the e?cacy and safety of bleaching agents, making its accurate measurement vital for
quality control and regulatory compliance. This article delves into the methodologies,
principles, challenges, and applications associated with the determination of available
chlorine in various bleaching solutions, providing an insightful resource for professionals
and researchers alike.

Understanding Available Chlorine and Its Signi?cance

Available chlorine refers to the amount of chlorine in a bleaching solution that is capable
of exerting an oxidizing e?ect, primarily through hypochlorous acid (HOCI) and

hypochlorite ions (OCI?). It is a standardized measure often expressed in terms of
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percentage or parts per million (ppm), indicating the strength or potency of the bleaching
agent.

In commercial bleach products, such as sodium hypochlorite solutions, the available
chlorine determines disinfection power and bleaching e?ciency. Over- or underestimation
of available chlorine can result in inadequate sterilization or material damage,
respectively. Consequently, industries prioritize accurate determination to ensure product
consistency and safety.

Principles Behind the Determination of Available Chlorine

The determination of available chlorine typically relies on redox titration methods, which
exploit the oxidizing nature of chlorine compounds. The most widely employed analytical
techniques include iodometric titration, DPD (N,N-diethyl-p-phenylenediamine)
colorimetric methods, and electrochemical sensors.

lodometric Titration

lodometric titration is considered the classical standard for measuring available chlorine.
The procedure involves reacting the bleaching solution with potassium iodide (Kl), which
liberates iodine (1?) proportional to the amount of available chlorine present:

\[ text{CI} 2 + 2KI \rightarrow 2KCI +1_2\]

The liberated iodine is then titrated with a standard sodium thiosulfate (Na?S?0?) solution
until the endpoint is reached, typically indicated by a starch indicator turning colorless:
\[I_2+2Na_2S 20 3 \rightarrow 2Nal + Na_2S 40 6]

This method is highly accurate and well-established but requires careful handling of
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reagents and protection from light, which can degrade iodine.

DPD Colorimetric Method

The DPD method o?ers a rapid and ?eld-friendly alternative. When DPD reagent reacts
with oxidizing chlorine species, it forms a pink-colored complex whose intensity correlates
with available chlorine concentration. Measurement is performed using a colorimeter or
spectrophotometer at a wavelength typically around 510 nm.

Advantages of the DPD method include ease of use, minimal sample preparation, and
suitability for on-site monitoring. However, it can be susceptible to interference from other
oxidants, necessitating proper sample conditioning.

Electrochemical Sensors

Emerging technologies employ amperometric or potentiometric sensors to detect
available chlorine levels through electrochemical reactions. These sensors provide
continuous, real-time monitoring capabilities and are increasingly integrated into
automated process control systems.

Despite their convenience, sensor calibration and maintenance are crucial to maintain
accuracy, especially in complex matrices where interfering substances may be present.
Factors A?ecting Accuracy in Available Chlorine Determination
Accurate determination of available chlorine in bleaching solutions can be in?uenced by
several variables:

Sample Stability: Chlorine compounds are inherently unstable and degrade
over
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time, especially under light or heat exposure, leading to lower measured values.

pH of the Solution: The relative amounts of hypochlorous acid and hypochlorite
2.

ion depend on pH, a?ecting the reaction kinetics during titration or colorimetric

assays.

Interfering Substances: Presence of organic matter, reducing agents, or other
3.

oxidants can skew results, particularly in colorimetric methods.

Reagent Quality: Purity and freshness of reagents such as potassium iodide
and

sodium thiosulfate impact endpoint detection and overall accuracy.

Therefore, sample preparation protocols often include ?ltration, pH adjustment, and
prompt analysis to mitigate these factors.

Comparison of Methods: Pros and Cons

| Method | Advantages | Limitations |



determination of available chlorine in bleaching Updated Version Vol. 2025, Issue 6

| lodometric Titration| High accuracy; widely accepted standard | Time-consuming;
requires skilled operator; sensitive to light |

| DPD Colorimetric | Rapid; suitable for ?eld use | Interferences possible; less precise than
titration |

| Electrochemical Sensors | Real-time monitoring; automated | Requires calibration;
potential fouling; initial cost |

Choosing an appropriate method depends on the speci?c application context, desired
accuracy, available equipment, and operational constraints.

Industrial and Environmental Applications

The determination of available chlorine is pivotal in various sectors:

Water Treatment Plants

Chlorine-based disinfectants are extensively used to eliminate pathogens in drinking
water and wastewater. Maintaining precise chlorine residuals ensures microbial safety
without forming excessive disinfection by-products. Regular monitoring through available
chlorine determination guides dosage adjustments and regulatory compliance.

Textile and Paper Industries

In bleaching raw materials, controlling available chlorine prevents fabric damage and
ensures product quality. Analytical determination assists in optimizing bleaching cycles
and reducing chemical waste.

Household and Commercial Bleach Manufacturing
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Manufacturers specify available chlorine content to guarantee product performance.
Batch-to-batch consistency relies on routine analytical checks, in?uencing shelf life and
labeling accuracy.

Emerging Trends and Innovations

Recent advancements focus on enhancing sensitivity, reducing reagent consumption, and
enabling automation:

Micro?uidic Devices: Miniaturized systems capable of performing titrations and

colorimetric assays with minimal sample volume.

Smart Sensors and 10T Integration: Linking electrochemical sensors with data
2.

platforms for real-time remote monitoring.

Green Chemistry Approaches: Developing alternative reagents and methods
that

reduce hazardous waste and environmental impact.

These innovations promise to streamline the determination of available chlorine in
bleaching solutions, improving operational e?ciency and environmental sustainability.
The determination of available chlorine in bleaching solution remains a cornerstone of
guality assurance and safety in multiple industries. By understanding the underlying

chemistry, selecting appropriate analytical methods, and accounting for in?uencing
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factors, practitioners can achieve accurate and reliable measurements. As technology
advances, the integration of novel approaches will further re?ne this essential analytical
process.

available chlorine analysis, bleaching solution testing, chlorine content measurement,
chlorine titration method, sodium hypochlorite concentration, chlorine assay, oxidizing
agent determination, bleach quality control, chlorine demand assessment, chemical

analysis of bleach

Determination Of Available Chlorine In Bleaching Solution

Determination of available chlorine in bleaching solution is a fundamental analytical process in
the field of water treatment, textile manufacturing, and sanitation industries. Accurate measurement
of available chlorine ensures the effectiveness of bleaching agents, maintains product quality, and
guarantees safety standards. Available chlorine refers to the amount of chlorine in a solution that is
capable of exerting a disinfectant or bleaching action. This parameter is vital because it directly
correlates with the disinfecting power of the solution, and its precise determination helps in quality
control, dosage calculation, and compliance with regulatory requirements. In this article, we will
explore various methods and procedures used to determine the available chlorine in bleaching
solutions, along with the principles underpinning these techniques, their advantages and
disadvantages, and practical considerations.

Understanding Available Chlorine in Bleaching Solutions
What is Available Chlorine?
Available chlorine is the amount of chlorine present in a compound or solution that is available to

perform its bleaching or disinfectant action. It is typically expressed as a percentage or in parts per
million (ppm). The main forms of available chlorine in bleaching solutions include:

- Chlorine gas (CI2)
- Hypochlorite ions (OCI-)
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- Chloramines (less effective than free chlorine)

In most commercial bleaching solutions, such as sodium hypochlorite (NaCIlO), the active available
chlorine predominantly exists as hypochlorite ions. The concentration of available chlorine
determines the bleaching or disinfecting power of the solution.

Importance of Accurate Determination

Accurate determination of available chlorine is critical for several reasons:

- To ensure the efficacy of bleaching processes.

- To prevent over- or under-dosing, which can lead to product damage or insufficient disinfection.
- To comply with health and safety regulations.

- To monitor the stability and shelf-life of bleaching agents.

Methods for Determining Available Chlorine

Several analytical methods are available for the determination of available chlorine in bleaching
solutions. The choice of method depends on factors such as required accuracy, equipment
availability, sample composition, and the presence of interfering substances.

1. lodometric Titration

The iodometric titration method is one of the most widely used techniques for determining available
chlorine due to its simplicity, accuracy, and reliability.

Principle

In this method, the chlorine in the sample oxidizes potassium iodide (KI) to liberate iodine (12). The
amount of iodine produced is directly proportional to the chlorine content and is titrated with a
standard sodium thiosulfate (Na2S203) solution until the endpoint is reached.

Procedure

- Take a known volume of the bleaching solution.

- Add a few drops of potassium iodide solution.

- Acidify the mixture with dilute sulfuric acid (H2S04) to provide an acidic medium.

- Allow the reaction to proceed, during which chlorine oxidizes iodide to iodine.

- Titrate the liberated iodine with a standard sodium thiosulfate solution until the solution turns
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colorless.
- Record the volume of titrant used.

Calculations
Available chlorine (as % or ppm) can be calculated using:
\[
\text{Available ClI} 2 =\frac{(V_{t} \times N_{t} \times 35.45)KV_{s}}
\
Where:
- \(V_{t}\) = volume of titrant used (L)
- \(N_{t}\) = normality of titrant
-\(V_{s}\) = volume of sample (L)
- 35.45 = molar mass of Cl
Advantages and Disadvantages
Advantages:
- High accuracy and precision
- Suitable for routine analysis
- Relatively simple procedure
Disadvantages:
- Requires careful titration and endpoint detection
- Susceptible to interference from other oxidizing agents or reducing substances

2. DPD Colorimetric Method

The N,N-Diethyl-p-phenylenediamine (DPD) method is a colorimetric technique often used for rapid
and on-site testing of available chlorine.
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Principle
When DPD reagent reacts with free chlorine, it forms a pink-colored compound. The intensity of the
color, measured using a colorimeter or spectrophotometer, correlates with the chlorine
concentration.
Procedure

- Add DPD reagent to a sample of bleaching solution.

- Wait for the color to develop.

- Measure the absorbance at a specific wavelength (usually around 520 nm).

- Compare the absorbance with a calibration curve prepared using standard chlorine solutions.
Advantages and Disadvantages
Advantages:

- Rapid and easy to perform

- Suitable for field testing

- Does not require complex titrations
Disadvantages:

- Less precise than titrimetric methods

- Can be influenced by other oxidants or colored substances

3. Spectrophotometric Method

This method involves measuring the absorbance of specific wavelengths of light by
chlorine-containing compounds in solution.

Principle

Spectrophotometry can quantify available chlorine by reacting it to form a colored complex, which is
then measured at a specific wavelength. It offers high sensitivity and specificity.

Procedure
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- Prepare a reaction mixture with the sample and appropriate reagents.
- Measure absorbance using a spectrophotometer.
- Determine chlorine concentration via calibration curves.
Advantages and Disadvantages
Advantages:
- High sensitivity
- Suitable for samples with low chlorine concentrations
Disadvantages:

- Requires specialized equipment
- More complex sample preparation

Practical Considerations and Interferences

Accurate determination depends on proper sample handling and awareness of potential
interferences.

Sample Collection and Preservation

- Samples should be analyzed promptly or preserved with suitable agents (e.g., refrigeration,
acidification).
- Avoid contamination with reducing agents or organic matter that can affect results.

Interferences
- Organic compounds, reducing agents, or other oxidants can interfere with titrimetric or
colorimetric methods.

- Presence of chloramines or other halogen substances can complicate measurements.
- Use of appropriate blank samples and controls helps identify and correct for interferences.

Conclusion

Determination of available chlorine in bleaching solutions is a critical analytical task that ensures the
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efficacy and safety of bleaching agents across various industries. Among the several methods
available, iodometric titration remains the gold standard for its accuracy and reliability, especially in
laboratory settings. Rapid methods such as DPD colorimetric testing are valuable for field
applications and quick assessments. Spectrophotometric techniques offer high sensitivity but require
specialized equipment. Regardless of the method chosen, attention to sample handling, potential
interferences, and calibration is essential for obtaining precise and meaningful results. Proper
determination of available chlorine not only optimizes bleaching processes but also safeguards
health and environmental standards, making it an indispensable aspect of quality control in
industries utilizing chlorine-based disinfectants and bleaches.

Determination of Available Chlorine in Bleaching Solution: A Comprehensive Guide
Introduction

Determination of available chlorine in bleaching solution is a fundamental analytical procedure
in industries such as textiles, paper manufacturing, water treatment, and sanitation. It ensures the
guality and efficacy of bleaching agents like sodium hypochlorite, which are widely used for their
disinfectant and bleaching properties. Accurate measurement of available chlorine not only verifies
compliance with safety standards but also optimizes the use of chemicals, minimizes wastage, and
ensures consistent product performance. This article delves into the various methods employed to
determine available chlorine, explaining their principles, procedures, advantages, and limitations,
providing industry professionals and students with a thorough understanding of this essential
analytical process.

Understanding Available Chlorine and Its Importance
What is Available Chlorine?

Available chlorine refers to the amount of active chlorine present in a bleaching solution that can be
released to exert bleaching or disinfecting action. It is typically expressed as a percentage or in
terms of weight per volume (e.g., grams of CI? per liter). The concept of available chlorine is crucial
because it represents the effective chlorine content responsible for the bleaching or disinfecting
activity of the solution.

Why Measure Available Chlorine?

- Quality Control: Ensures the product meets specified standards.

- Process Optimization: Adjusts dosage for maximum efficiency.

- Safety Assurance: Prevents over-concentration that could pose hazards.

- Economic Efficiency: Avoids unnecessary expenditure on excess chemicals.
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- Regulatory Compliance: Meets environmental and safety regulations.
Principles Behind the Determination of Available Chlorine
Different analytical methods are based on the chemical reactivity of chlorine compounds. The core

principle involves converting the chlorine in the bleaching solution into a measurable form, often via
titration or spectrophotometric detection. The methods generally fall into two categories:

- Oxidation-Reduction Titration Methods: These involve the titration of chlorine with a reducing
agent, such as sodium thiosulfate.

- Spectrophotometric Methods: These involve measuring the absorbance of specific dyes formed
when chlorine reacts with certain reagents.

Each method has its unique advantages and is selected based on factors like the concentration
range, available equipment, and required accuracy.

Common Methods for Determining Available Chlorine

- lodometric Titration Method
Principle
The iodometric titration method is the most widely used and accepted technique for determining
available chlorine. It relies on the oxidation of iodide ions (I?) to iodine (1?) by chlorine present in the

sample. The liberated iodine is then titrated with a standard sodium thiosulfate solution.

Chemical Reactions

- Chlorine oxidizes iodide:

Cl?+21??22CI? +1?

- Titration of iodine:
[? +2S?072? ? 2 1? + S?072?

Procedure
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- Sample Preparation: Take a known volume of the bleaching solution.

- Acidification: Add an acid, typically sulfuric acid, to acidify the sample and stabilize the iodine.

- Addition of Potassium lodide: Add excess potassium iodide; chlorine oxidizes iodide to iodine.

- Titration: Titrate the liberated iodine with a standard sodium thiosulfate solution until the color
changes from brownish to pale yellow.

- Calculation: Determine the amount of chlorine based on the titrant volume used.

Advantages
- High accuracy and precision.
- Suitable for a wide range of chlorine concentrations.
- Well-established and standardized method.
Limitations
- Requires careful handling of reagents.
- Sensitive to interfering substances like reducing agents.
- DPD (N,N-Diethyl-p-phenylenediamine) Method
Principle
The DPD method is a colorimetric technique that employs a reagent (DPD) which produces a pink
coloration upon reaction with free chlorine. The intensity of the color correlates with the amount of
chlorine present and can be measured using a colorimeter or spectrophotometer.
Procedure
- Sample Collection: Measure a specific volume of the bleaching solution.
- Reagent Addition: Add DPD reagent to the sample.
- Color Development: Wait for the color to develop.
- Measurement: Use a colorimeter or a spectrophotometer to measure absorbance.

- Calibration: Compare with standards to determine free chlorine concentration.

Advantages



determination of available chlorine in bleaching Updated Version Vol. 2025, Issue 6

- Quick and straightforward.
- Suitable for on-site testing.
- Less hazardous than titration methods.
Limitations
- Less precise at very low chlorine levels.
- Can be affected by interfering substances if not properly controlled.
- Spectrophotometric Methods
Principle

Spectrophotometric methods involve the formation of a colored compound through a reaction
between chlorine and specific reagents, measurable at a particular wavelength.

Example:

- Chlorine reacts with 4-Aminoantipyrine in the presence of a catalyst to form a pink-colored
compound.

- The absorbance at a specific wavelength (e.g., 510 nm) is proportional to chlorine
concentration.
Procedure

- React the sample with the reagent.

- Measure absorbance using a spectrophotometer.

- Use calibration curves for quantification.
Advantages

- Suitable for automation.

- High sensitivity and specificity.

Limitations
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- Requires specialized equipment.
- Potential interference from other colored compounds.

Step-by-Step Protocol for lodometric Titration

Given its widespread use, here is a detailed protocol for the iodometric titration method:

Materials Needed

- Sodium thiosulfate solution (standardized)
- Potassium iodide (KI)

- Sulfuric acid (H?S0O?)

- Burette, pipette, conical flask

- Distilled water

- Sample of bleaching solution

Procedure

- Sample Measurement: Pipette 10 mL of the bleaching solution into a conical flask.

- Acidify: Add 10 mL of dilute sulfuric acid to acidify the sample.

- Addition of KI: Add 2-3 grams of potassium iodide.

- Reaction: Allow the mixture to stand for 5 minutes to ensure complete reaction.

- Titration: Titrate with 0.01 N sodium thiosulfate until the color changes from deep brown to pale

yellow.
- End Point: Add a few drops of starch indicator; titrate until the blue color disappears.
- Calculation:

\[

\text{Available CI} 2 (text{mg}) = \frac{(V_1 - V_2) \times N \times 35.45 \times 1000KV_0}

\

Where:

-\(V_1\) = volume of Na?S?0? used for sample

-\(V_2\) = volume of Na?S?0? used for blank
- \(N\) = normality of Na?S?0?
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- \(V_0\) = volume of sample in mL
- 35.45 = molar mass of Cl

Factors Influencing Accuracy

Several parameters can influence the precision and accuracy of available chlorine determination:

- Sample Handling: Proper sampling and avoiding contamination.

- Reagent Purity: Use of standardized and fresh reagents.

- Reaction Conditions: Correct acidification and adequate reaction time.

- Interferences: Presence of reducing agents, organic matter, or other oxidants.
- Calibration: Regular calibration of titrants and instruments.

Practical Applications and Industry Standards

Industrial Context

- Water Treatment Plants: Monitoring residual chlorine to ensure disinfection without exceeding
safety thresholds.

- Textile Industry: Verifying the chlorine content in bleaching agents to achieve desired fabric
whiteness.

- Food Industry: Ensuring sanitizers contain the correct chlorine levels for effective microbial
control.

- Environmental Monitoring: Assessing chlorine levels in effluents before discharge.

Standards and Guidelines
Organizations such as ASTM, I1SO, and APHA have established standard methods for chlorine
determination to ensure uniformity and reliability. For example:
- ASTM D1266: Standard test method for chlorine in hypochlorite solutions.
- APHA Standard Methods: Official methods for water and wastewater analysis.
Conclusion
Accurate determination of available chlorine in bleaching solutions is vital across multiple industries

for quality assurance, safety, and environmental compliance. The iodometric titration method
remains the gold standard due to its reliability and precision, especially for laboratory analysis.



determination of available chlorine in bleaching Updated Version Vol. 2025, Issue 6

Meanwhile, rapid methods like DPD colorimetric testing are invaluable for on-site assessments
where speed and ease are paramount. Understanding the principles, procedures, and factors
affecting these methods enables professionals to select the appropriate technique for their specific
needs, ensuring that their bleaching and disinfecting processes are both effective and compliant
with standards.

As industries continue to emphasize safety, sustainability, and efficiency, mastering the
determination of available chlorine will remain an essential skill for chemists, quality controllers, and
environmental scientists alike.

QuestionAnswer What is the method commonly used to determine available chlorine in
bleaching solutions? The most common method is titration with a standard sodium thiosulfate
solution, using an appropriate indicator such as starch to detect the endpoint. Why is it important to
determine the available chlorine in bleaching solutions? Determining available chlorine ensures the
correct concentration for effective disinfection and bleaching, and helps maintain safety and
compliance with quality standards. What are the typical reagents required for the titration of
available chlorine? Reagents typically include sodium thiosulfate solution as the titrant, an acid (like
sulfuric acid) to acidify the sample, and starch solution as an indicator. How does pH affect the
determination of available chlorine in bleaching solutions? The titration is usually performed in an
acidic medium to stabilize the chlorine; pH control ensures accurate measurement by preventing the
formation of chlorate or chlorite ions that could interfere. What are some common challenges faced
during the determination of available chlorine, and how can they be addressed? Challenges include
interference from other oxidizing agents or impurities; these can be minimized by proper sample
preparation, filtration, and using appropriate blank corrections during titration. Can
spectrophotometric methods be used to determine available chlorine? If so, how? Yes,
spectrophotometric methods using specific dyes or reagents can be employed to measure available
chlorine by detecting its absorbance at particular wavelengths, offering a rapid and non-titration
alternative.
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